
 

NAPA LP-35 

Manufactured for 

1) Plug power supply into back of monitor 

2) Turn unit on by pressing the blue power button (A)                                                                
and wait for DRW logo to appear 

3) Display will revert to the Home 
(monitoring) Screen 

4) Initiate a zero calibration by press-
ing the Menu Icon (B) 

5) Press “Zero Cal”  

6) Press “Start Zero” (make sure de-
vice is open to atmosphere) 

7) The display will revert to the Home 
Screen  

8) To select Screen Background press 
Menu Icon (B) 

9) Press Display: Choose black or blue 
screen  

10) Press Home Icon and return to the 
Home Screen 

11) Alarm Adjustment: press either 
Alarm Box (C) 

12) Adjust Low & High Alarms and 
Alarm Volume by touching slide bar for increase or decrease 

13) Press Check Mark to confirm; screen returns to the Home Screen 

14) Fasten sample line to connector at the bottom of the monitor (D) 
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For Full LP-35 IFU  
Scan the QR Code  
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